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[571 ABSTRACT 

A current-driven signal conditioning system comprising a 
first terminal, a second terminal, a strain gauge, and an 
instrumentation amplifier is disclosed. The strain gauge is 
adapted to measure a deformation of a structure and to 
generate a resistance which corresponds to the measured 
deformation. The instrumentation amplifier is adapted to be 
connected between the first terminal and the second termi- 
nal. The instrumentation amplifier is further adapted to be 
connected to the strain gauge and to place an output current 
on the second terminal. The output current is proportional to 
the resistance generated by the strain gauge. An output 
resister is couuled between the strain Pawe and the second v v  
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terminal, and a capacitor is coupled between the resister and 
the first terminal, Azenor diode is coupled between the first 

4,155,263 511979 Frantz ....................................... 731771 terminal and the strain gauge, and a diode is also coupled ................................. between the first terminal and the strain gauge. 
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SIGNAL CONDITIONING SYSTEM 

This application claims benefit of provisional applica- 
tional Ser. No. 601027,314 filed Oct. 3, 1996. 

This invention was made under Contract No. F33657- 
81-C-2108 awarded by NASA. The Government has certain 
rights in this invention. 

BACKGROUND OF THE INVENTION 

1. Field of the Invention 
The present invention relates generally to pressure mea- 

suring devices and, more particularly, to strain and deflec- 
tion measuring devices for use in connection with aircraft. 

2. Description of Related Art 
Pressure transducers are used in the prior art for acquiring 

strain and deflection measurements from a structure of an 
aircraft. These prior art pressure transducers are also used 
for acquiring other physical measurements from the struc- 
ture of the aircraft. 

A conventional physical parameter measuring device will 
comprise a sensor, which is adapted for measuring strain, 
deflection, and other physical properties of the aircraft. Such 
a sensor is typically connected to a remote amplifier via a 
relatively long cable. 

An example of a conventional physical parameter mea- 
suring device is a strain gauge. Strain gauges often comprise 
completion bridges, for example, which include a relatively 
large number of electronic components. This large number 
of electronic components requires a large amount of human 
labor for assembly, and may also be more susceptible to 
malfunction as a result of the large number of parts. Even 
after the initial assembly, prior art strain gauges require a 
substantial amount of human labor for installation, 
calibration, and proper operation. For example, a prior art 
strain gauge must be manually calibrated to ensure accurate 
measurements. It would be advantageous to have a physical 
parameter measuring device of simple design that does not 
require a large expenditure of materials and human labor. 

In addition to requiring a relatively large amount of 
human labor and being relatively expensive, conventional 
strain gauges have small output voltage ranges that are 
susceptible to noise. An output voltage range of a typical 
strain gauge is on the order of zero plus or minus twenty 
millivolts. The relatively low output voltage range of zero 
plus or minus twenty millivolts makes the output voltage 
susceptible to the introduction of undesirable ambient noise, 
such as radar and/or power line signals, for example. 
Additionally, the double-ended low output voltage range of 
zero plus or minus twenty millivolts suffers from having a 
relatively limited capacity, compared to the capacity that a 
single-ended output voltage range would have. 

SUMMARY OF THE INVENTION 

The signal conditioning system of the present invention 
comprises an instrumentation amplifier, which is adapted for 
being mounted in close proximity to a sensor. Unlike prior 
art strain gauges, the signal conditioning system of the 
present invention does not comprise any completion bridges 
and, further, does not require a relatively large number of 
electronic components. Consequently, the amount of human 
labor required for assembly, installation, maintenance, and 
proper operation is reduced. A current-driven embodiment 
of the present invention is capable of generating a signal 
which has an even smaller amount of undesirable ambient 
noise therein. 
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2 
The signal conditioning system of the present invention 

has a relatively large output voltage range, which is not as 
susceptible to noise as conventional strain gauges. The 
output voltage range of the signal conditioning system of the 
present invention is on the order of zero to five volts, instead 
of negative twenty millivolts to positive twenty millivolts. 
The single-ended output voltage range of the present inven- 
tion facilitates a larger capacity, compared to the double 
ended low voltage range of the prior art. 

According to one aspect of the present invention, a 
voltage-driven signal conditioning system comprises a first 
input terminal, a second input terminal, and an instrumen- 
tation amplifier adapted for being connected between the 
first input terminal and the second input terminal. The 
voltage-driven signal conditioning system further comprises 
a calibration resistor adapted for being selectively connected 
between the first input terminal and the second input termi- 
nal. Afirst resistive element is connected between the second 
input terminal and a ground terminal, and a connecting 
resistive element is connected between the first input termi- 
nal and the ground terminal. The instrumentation amplifier 
includes a first amplifier input terminal and a second ampli- 
fier input terminal. The first amplifier input terminal is 
connected to a second resistive element, and the second 
amplifier input terminal is connected to the second input 
terminal. The first amplifier input terminal is connected to 
the ground terminal via a third resistive element, and the 
second amplifier input terminal is connected to the ground 
terminal via the first resistive element. The instrumentation 
amplifier can have a gain of approximately 100. The 
voltage-driven signal conditioning system further comprises 
a line buffer having a buffer output, and an output terminal. 
The output terminal is adapted for being selectively con- 
nected to either the buffer output or the ground terminal. The 
instrumentation amplifier includes an amplifier output, and 
the line buffer includes a buffer input. The buffer input is 
adapted for being selectively connected to either the ampli- 
fier output or the first input terminal. 

According to another aspect of the present invention, a 
current-driven signal conditioning system comprises a first 
terminal, a second terminal, a strain gauge, and an instru- 
mentation amplifier. The strain gauge is adapted to measure 
a deformation of a structure and to generate a resistance 
which corresponds to the measured deformation. The instru- 
mentation amplifier is adapted to be connected between the 
first terminal and the second terminal. The instrumentation 
amplifier is further adapted to be connected to the strain 
gauge and to place an output current on the second terminal. 
The output current is proportional to the resistance generated 
by the strain gauge. An output resister is coupled between 
the strain gauge and the second terminal, and a capacitor is 
coupled between the resister and the first terminal. A zenor 
diode is coupled between the first terminal and the strain 
gauge, and a diode is also coupled between the first terminal 
and the strain gauge. 

The instrumentation amplifier of the current-driven signal 
conditioning system comprises a first transmitter terminal 
which is coupled to the first terminal and a second trans- 
mitter terminal which is coupled to the output resistor. A 
capacitor is coupled between the first strain terminal and the 
second transmitter terminal, and a capacitor is coupled 
between the second strain terminal and the second transmit- 
ter terminal. The first transmitter terminal comprises a first 
current source, and the second transmitter terminal com- 
prises a second current source. The strain gauge comprises 
a first strain terminal and a second strain terminal. The first 
strain terminal is coupled to the first current terminal of the 
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instrumentation amplifier, and the second strain terminal is 
coupled to the second current terminal of the instrumenta- 
tion amplifier. A shunt resister is adapted to be selectively 
connected to and disconnected from both the first strain 
terminal and the second strain terminal. The instrumentation 
amplifier preferably comprises an XTR 103 instrumentation 
amplifier. 

The present invention, together with additional features 
and advantages thereof, may best be understood by reference 
to the following description taken in connection with the 
accompanying illustrative drawings. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 illustrates an XTR 103 instrumentation amplifier 
connected to a resistive temperature device, according to the 
prior art; 

FIG. 2 illustrates an XTR 103 instrumentation amplifier 
connected to a strain gauge in accordance with the present 
invention; 

FIG. 3 is a block diagram illustrating a strain gauge 
connected to field electronics including an XTR 103 instru- 
mentation amplifier, and also connected to a data acquisition 
computer; and 

FIG. 4 is a schematic illustration of a signal-conditioning 
system in accordance with an alternative embodiment of the 
present invention. 

DESCRIPTION OF THE PREFERRED 
EMBODIMENTS 

Referring more particularly to the drawings, FIG. 1 illus- 
trates an instrumentation amplifier 10 which is connected to 
a Resistive Temperature Device (RTD) 12. A loop power 
supply 14 provides power to the instrumentation amplifier 
10, and an output loop current from the instrumentation 
amplifier 10 is measured across the series load resistor 17. 
Details of the circuit configuration of FIG. 1 are disclosed in 
Burr-Brown IC Data Book-Linear Products, Chapter 4, 
published by Burr-Brown. 

Turning to FIG. 2, the signal-conditioning system 21 of 
the presently preferred embodiment is illustrated comprising 
an instrumentation amplifier 23 connected to a strain gauge 
25. The strain gauge 25 may comprise any conventional 
means for generating a resistance in response to a deforma- 
tion of a metal structure or other composite structure. 
External loads can be placed upon the structure, and the 
resistances generated by the strain gauge 25 can be mea- 
sured. 

Strain gauges play an integral part in structural strength 
tests. A typical strain gauge installation can require approxi- 
mately four hours of human labor. This installation includes 
the initial connection of the strain gauge to the structure to 
be tested, and includes the connection of the strain gauge to 
instrumentation which can acquire and archive the resis- 
tances produced by the strain gauge during the test. The 
strain gauge 25 of the presently preferred embodiment 
changes resistance proportionally to the measured strain, 
with each unit of microstrain being equivalent to 0.7 mQ of 
resistance. This relatively small magnitude of resistance can 
be effectively measured by incorporation of the instrumen- 
tation amplifier 23, which preferably comprises an XTR 103 
instrumentation amplifier, manufactured by Burr-Brown. 
Any other circuit having comparable functions in the arena 
described in the embodiment of FIG. 2, for example, can be 
used in place of the instrumentation amplifier 23. 

Aloop power supply 27 is applied between a first terminal 
29 and a second terminal 31. A series load resistor 34 is 

connected between the second terminal 31 and the instru- 
mentation amplifier 23. Additionally, in accordance with the 
presently preferred embodiment, a diode 36 is placed 
between the first terminal 29 and the instrumentation ampli- 

5 fier 23, and a zenor diode 38 is placed between the series 
load resistor 35 and the diode 36. A capacitor 41 is coupled 
between the series load resistor 34 and the diode 36. The 
diode 36 and the capacitor 41 protect against reversed output 
connection lines. The diode 36 offers series protection, and 
the zenor diode 38 can operate to clamp the voltage applied 
to the instrumentation amplifier 23 to a safe level. The loop 
power supply 27 is preferrably lower than the voltage rating 
of the zenor diode 38. Zenor diode types specifically 
designed to provide a very low impedance clamp and to 
withstand large energy surges are preferred. These zenor 
diodes preferrably have diode characteristics in the forward 
direction which also protect against reversed loop connec- 
tions. Reversed loop connection can result in a large loop 
current, which can possibly damage the series load resistor 
34. 

A first bypass capacitor 44 is connected between a first 
strain terminal 48 and an output loop current line 50, and a 
second bypass capacitor 52 is connected between a second 
strain terminal 54 and the output loop current line 50. The 
value of the first bypass capacitor 44 preferably comprises 

25 0.01 p Farad, and the value of the second bypass capacitor 
52 preferably comprises a value of 0.01 p Farad. In the 
presently preferred embodiment, the strain gauge 25 is 
placed approximately one foot from the instrumentation 
amplifier 23. The lines connecting the strain gauge 25 to the 

30 instrumentation amplifier 23 can be subject to Radio Fre- 
quency (RF) interference. Radio Frequency interference, if 
not eliminated, can be rectified by the sensitive input cir- 
cuitry of the instrumentation amplifier 23, resulting in errors. 
The first bypass capacitor 44 and the second bypass capaci- 

35 tor 52 are preferably placed in close proximity to the 
instrumentation amplifier 23 in order to reduce or eliminate 
Radio Frequency interference. 

The first transmitter terminal 61 and the second transmit- 
ter terminal 63 comprise a first current source and a second 

40 current source, respectively. The two current sources are 
preferably matched at 0.8 mAeach. The two current sources 
from the first transmitter terminal 61 and the second trans- 
mitter terminal 63 drive the strain gauge 25 and the zero- 
setting resistor 65. In the presently preferred embodiment, 

45 the strain gauge 25 comprises a resistance of approximately 
350 Q. The zero-setting resistor 65 is preferrably chosen to 
have a resistance equal to the resistance of the strain gauge 
25 at a low-scale (minimum) measurement strain. The 
zero-setting resistor 65 can be adjusted to achieve 4 mA 

50 output, for example, at the minimum measurement strain to 
correct for input offset voltage and reference current mis- 
match of the instrumentation amplifier 23. In the presently 
preferred embodiment the zero-setting resistor 65 comprises 
a resistance of 336 Q. The value of the zero-setting resistor 

5s 65 can be adjusted to minimize initial errors. For example, 
a strain gauge 25 having a different resistance, or lines 73, 
75 having different line resistances, or a different instrumen- 
tation amplifier 23, would likely require a different value for 
the zero-setting resistor 65. The instrumentation amplifier 23 

60 routes current from the first transmitter terminal 61 through 
the strain gauge 25, and routes current from the second 
transmitter terminal 63 through the zero-setting resistor 65. 
The voltage difference between the strain gauge 25 and the 
zero-setting resistor 65 is measured by the instrumentation 

In an alternative embodiment, the first strain terminal 48 
can be routed directly and only to the first transmittal 
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terminal 61 and to the V' terminal 66, and the second strain In the presently preferred embodiment, the instrumenta- 
terminal 54 can be routed directly and only to the zero- tion amplifier 23 comprises on-chip linearization circuitry 
setting resistor 65. The zero-setting resistor 65 is connected for creating a signal-dependent variation in the two match- 
to the second transmitter terminal 63 and the V- terminal 68, ing current sources at the first transmitter terminal 61 and the 
similarly to the presently preferred embodiment of FIG. 2. s second transmitter terminal 63. Both current sources are 
The two-wire connection to the strain gauge 25 of this varied equally according to the following equation. 
alternative embodiment can introduce line resistance error. 
This line resistance error can be partially corrected by 
adjusting the values of the zero-setting resistor 65, the The variable RLIN represents a resistance of the lines 73, 75 
resistor 71, and the line resistances of the two lines 73, 75. IO measured in Q, the variables IR1 and IR2 are measured in 

The three-wire connection to the strain gauge 25 of the mA, the variable VIN is measured in Volts, and the equation 
presently preferred embodiment, illustrated in FIG. 2, can contemplates a maximum IR of 1 mA. The varying excitation 
provide improved accuracy with remotely located strain set forth above provides a second-order term to the transfer 
gauges 25. The current from the zero-setting resistor 65 is function (including the strain gauge) which can correct any 
routed through a third wire to the strain gauge 25. Assuming 15 non-linearity of the strain gauge 25. The correction can be 
the line resistances of the wires 73, 75 are equal, this controlled, for example, by the resistances of the lines 73,75 
configuration produces a small common-mode voltage which are chosen according to the desired strain measure- 
which is rejected by the instrumentation amplifier 23. ment range. In the presently preferred embodiment, no 
ne instrumentation amplifier 23 comprises a monolithic linearity is desired and, accordingly, the resistor 84 is chosen 

4-20 m ~ ,  two-wire current transmitter configuration, The 20 to be infinity. h infinite resistance 84 causes the excitation 
instrumentation amplifier 23 preferrably provides current current to remain at a constant 0.8 mA. 
excitation, instrumentation amplifier, linearization, and cur- The transistor 85 conducts the majority of the signal- 
rent output circuitry on a single integrated circuit, for dependent 4-20 mA loop current. The use of this external 
reduced cost, Versatile linearization circuitry provides a transistor 85 isolates the majority of the power dissipation 
second-order correction to the strain gauge 25, typically 25 from the precision input and reference circuitry of the 
achieving a 40: 1 improvement in linearity, The instrumen- implementation amplifier 23, thus maintaining accuracy. 
tation amplifier gain can be configured for a wide range of Since the external transistor 85 is preferably disposed in a 
strain measurements, Total adjusted of the complete feedback loop, the characteristics of the external transistor 
current transmitter including the linearized strain gauge 85 are not critical. The presently preferred parameters for the 
measurement is preferably less than plus or minus one 30 external transistor 85 are provided in the above-mentioned 
percent,  his total adjusted error includes zero drift, span Burr-Brown IC Data Book-Linear Products. This publica- 
drift, and non-linearity, The instrumentation amplifier 23 is tion provides further details relating to the circuits of FIGS. 

IRl=IR,=0.8+(500*VlN)/RLlN Equation 2 

preferably configured to operate on voltages, applied to the 1 and 2, and the entire contents of the Publication are 
V' terminal 78, ranging from 9 Volts to 40 Volts. This expressly incorporated herein by reference. 
voltage is measured with respect to the I, terminal 80. The 35 In a ~ o r d a n c e  with the Presently Preferred embodiment, a 
loop power supply voltage 27 will differ from the voltage shunt resistor 87 is coupled to both the first strain terminal 
supplied to the terminal 78 according to the voltage drop on 48 and the second strain terminal 54. A coil 88 drives a 
the series load resistor 34, including any other voltage drop switch 89 to selectively apply the shunt resistor 87 between 
in the line, If a ~ o w - ~ o o p  power supply 27 voltage is used, the the first strain terminal 48 and the second strain terminal 54. 
series load resistor 34 must be chosen to have a relatively 40 Two terminals 90, 91 provide current to the coil 88. The 
low value in order to ensure that the voltage on terminal 78 shunt resistor 87 Preferably comprises 50 KQz, and is 
remains 9 Volts or greater for a maximum loop current of 20 adapted for calibrating the output of the strain gauge 25. 
mA. The signal conditioning system 21 of FIG. 2 is current- 
ne resistor 83 provides an additional voltage drop to bias driven. This current-driven configuration provides increased 

the inputs of the instrumentation amplifier 23 within their 45 resistance to the introduction of undesirable ambient noise 
common-mode range. The value of the resistor 83 is pref- into the output. At any given time, for example, the instan- 
erably 800 Q, The resistor 71 sets the gain of the instru- taneous voltage drop across the series load resistor 34 will 
mentation amplifier 23 according to the desired strain mea- effectively cancel out the noise. The signal conditioning 
surement range. The transfer function through the complete system 21 can be manufactured at a very rate, 
instrumentation amplifier 23 and vo~tage-to-current con- SO and can be installed and tested with a nominal amount of 
verter is provided below. human labor. 

FIG. 3 illustrates a schematic block diagram of a strain 
gauge 25 connected to field electronics 92. The field elec- 

The variable VIN is measured in Volts, the variable R, is tronics 92 comprise a majority of the circuitry of FIG. 2, as 
measured in Q, and the resistance 84 is chosen to be infinity. ss presently embodied. The field electronics 92 allow a tech- 
The variable VIN is the differential input voltage. A 0 V to nician to confirm proper operation of the strain gauge 25, by 
1 V input produces a 4-20 mA output current. In the selectively connecting a shunt resistor between the first 
presently preferred embodiment, the resistor R, shown at strain terminal 48 and the second strain terminal 54 and, 
reference niimeral 71 in  FIG. 2 comprises a resistance of 60 subsequently, measuring an output across a series load 
Q. 60 resistor supplied by the field technician. The series load 

The optional transistor 85 provides predictable behavior resistor supplied by the field technician is preferably housed 
with open-circuit strain gauge connections. The transistor 85 within a diagnostic box carried by the field technician. The 
ensures that the output current of the instrumentation ampli- actual series load resistor 34 is preferably disposed within 
fier 23 will go to either the high current limit or the low the printed circuit board 94. 
current limit, when any of the three strain gauge connections 65 A twisted ribbon cable 95 connects the field electronics 92 
73, 75, 86 are broken. The high current limit or the low to the printed circuit board 94 in accordance with the present 
current limit would be detected as an out of range condition. invention. Other conductive paths may be used in alternative 

I,=VlN*(0.016+40/R3,)+4 mA Equation 1 
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embodiments. The twisted ribbon cable 95 is preferably According to the computer controlled calibration 
manufactured of a low-cost line, such as a telephone line. sequence of the present invention, as applied to the embodi- 
The twisted ribbon cable 95 preferably comprises a flat spot ment of FIG. 4, for example, a zero signal is applied to the 
at every 20-foot interval. The printed circuit board 94 further second input terminal 114, and a potential of the output 
comprises a controller for selectively engaging and disen- 5 terminal 136 is measured. The potential at the output ter- 
gaging the shunt resistor 87. minal 136 should be zero plus or minus 4 to 5 mV. If the 

ASCSI cable 97 is preferrably used to connect the printed magnitude of the potential at the output terminal 136 is 
circuit board 94 to a data acquisition computer 98. Other greater than 5 mV, for example, the computer controlled 
conductive paths may be used in alternative embodiments. process will adjust the calibration resistor 118 until the 
In accordance with the present invention, the field electron- potential at the output terminal 136 falls below 5 mV, for 
ics 92 condition and amplify the signal of the strain gauge example. A first resistive element 141 is connected between 
25. the second input terminal 114 and the ground terminal 115. 

The field electronics 92 are preferably manufactured at a The first input terminal 112 is connected to the ground 
very low cost, so that the field electronics 92 can be disposed terminal 115 via a second resistive element 143 and a third 
of as an option to being repaired. The field electronics 92 resistive element 145. The first amplifier input terminal 148 
preferably comprise tight tolerances and diagnostic is connected between the second resistive element 143 and 

es, so that the field electronics 92 circuits are the third resistive element 145, and the second amplifier 
consistent in producing identical magnitudes relative to one input terminal 150 is connected to the second input terminal 
another. Although a telephone line 95 is presently preferred 114. 
for connecting the field electronics 92 to the printed circuit After this calibration sequence is performed, the first 
board 94, other shielded lines in alternative embodiments 20 switch 116 is moved to disconnect the calibration resistor 
comprising two twisted pairs of conductors may be used. 118 from the second input terminal 114, and a sensor, such 
One pair of conductors carries power to the terminal 78 of as a strain gauge, for example, is connected to the second 
the instrumentation amplifier 23 and receives the output input terminal 114. 
signal on the output loop current line 50. The second pair of The signal from the sensor is amplified by the instrumen- 
conductors controls the diagnostic capabilities of the elec- 25 tation amplifier 122 to a high-level output signal, which is 
tronic circuit. For example, the second pair of conductors preferably on the order of zero to five volts. This output 
may be used to operate the coil 88. The printed circuit board signal at the output terminal 136 is proportional to the 
94 preferably comprises a Hewlett-Packard VSI algorithmic change in strain measured by the sensor. The high-level 
control card connection, which comprises a SCSI connector output signal will eliminate noise problems associated with 
interface that supports 16 channels per cable (4 connectors conventional low-level output signals, and additionally the 
per 64 channel card). The interface card is preferably 30 single-ended output signal will double the capacity of the 
adapted to convert the 4-20 mA signal from the instrumen- measurement, compared to conventional double-ended out- 
tation amplifier 23 to a 0 .84  Volt signal, measured across put signals. 
the series load resistor 34. The series load resistor 34 Although an exemplary embodiment of the invention has 
preferably comprises 200 L2 in order to provide this voltage been shown and described, many other changes, modifica- 
output. The data acquisition computer 98 preferably com- 35 tions and substitutions, in addition to those set forth in the 
prises a R1415A system, and is adapted for processing above paragraphs, may be made by one having ordinary skill 
information received from the printed circuit board 94. The in the art without necessarily departing from the spirit and 
data acquisition computer 98 can automatically perform scope of this invention. 
diagnostic functions, and can automatically process and We claim: 
store collected data. 40 1. A signal conditioning system, comprising: 

Referring now to FIG. 4, a voltage-driven signal condi- a first terminal; 
tioning system 110 according to an alternative embodiment a second terminal; 
of the present invention is illustrated, having a first input a resistive strain gauge adapted to measure a deformation 
terminal 112, a second input terminal 114, and a ground of a structure and to generate a resistance which 
terminal 115. The signal conditioning system 110 is adapted 45 corresponds to the measured deformation; and 
for being connected to a strain gauge (not shown), between an instrumentation amplifier comprising at least one cur- 
the first input terminal 112 and the second input terminal rent source coupled to the strain gauge to facilitate 
114. The signal conditioning system 110 is preferably com- measurement of the resistance generated by the strain 
puter controlled, for performing automated functions such as gauge, and further comprising at least one other current 
providing a zero reading, providing output with a calibration SO source coupled to the second terminal to facilitate 
resistor for a calibration process, disconnecting the calibra- placement of an output current on the second terminal 
tion resistor, and providing a high-level output signal pro- which is proportional to the measured resistance gen- 
portional to the change in measured strain. When the signal erated by the strain gauge. 
conditioning system 110 is first powered on, a voltage of 2. The signal conditioning system as recited in claim 1, 
approximately 5 Volts is applied to the first input terminal ss the signal conditioning system further comprising an output 
112, as presently embodied. This initial application of volt- resistor coupled between the strain gauge and the second 
age to the first input terminal 112 initiates a computer- terminal. 
controlled calibration sequence. In this calibration sequence, 3. The signal conditioning system as recited in claim 2, 
the first switch 116 is connected between a calibration the signal conditioning system further comprising a capaci- 
resistor 118 and the second input terminal 114. A similar 60 tor coupled between the resistor and the first terminal. 
procedure is preferably implemented with the presently 4. The signal conditioning system as recited in claim 3, 
preferred embodiment of FIGS. 2 and 3. Additionally, an the signal conditioning system further comprising a zenor 
amplifier output 120 of an instrumentation amplifier 122 is diode coupled between the first terminal and the strain 
connected to the buffer input 124 of the line buffer 126 via gauge. 
the second switch 131. The third switch 133 connects the 65 5 .  The signal conditioning system as recited in claim 2, 
output terminal 136 to the buffer output 138 of the line buffer the signal conditioning system further comprising a diode 
126. coupled between the first terminal and the strain gauge. 

10 



6,053,050 
9 

6. The signal conditioning system as recited in claim 1, 

a first transmitter terminal which is coupled to the first 

a second transmitter terminal which is coupled to the 

7. The signal conditioning system as recited in claim 6, 
the signal conditioning system further comprising a capaci- 
tor coupled between the first strain terminal and the second 
transmitter terminal. 

8. The signal conditioning system as recited in claim 6, 
the signal conditioning system further comprising a capaci- 
tor coupled between the second strain terminal and the 
second transmitter terminal. 

9. The signal conditioning system as recited in claim 1, 
wherein the at least one current source comprises: 

a first current source coupled to the strain gauge; and 
a second current source coupled to the strain gauge. 
10. The signal conditioning system as recited in claim 9, 

wherein the strain gauge comprises a first strain terminal and 
a second strain terminal, the first strain terminal being 
coupled to the first current terminal of the instrumentation 
amplifier and the second strain terminal being coupled to the 
second current terminal of the instrumentation amplifier. 

11. The signal conditioning system as recited in claim 10, 
the signal conditioning system further comprising a shunt 
resistor adapted to be selectively connected to and discon- 
nected from both the first strain terminal and the second 
strain terminal. 

12. The signal conditioning system as recited in claim 11, 
wherein the instrumentation amplifier comprises an XTR 
103 instrumentation amplifier. 

13. The signal conditioning system as set forth in claim 
11, and further comprising a switch adapted to automatically 
connect and disconnect the shunt resistor between the first 
input Terminal and the second output terminal. 

the instrumentation amplifier comprising: 

terminal; and 

output resistor. 

14. A signal conditioning system, comprising: 
a first input terminal; 
a second input terminal; 
an instrumentation amplifier connected to a strain gauge 

to measure a resistance thereof, and further connected 
between the first input terminal and the second input 
terminal to place an output current on one of the first 
input terminal and the second input terminal that is 
proportional to the measured resistance; 

a resistor adapted to be connected between the second 
input terminal and the instrumentation amplifier; 

a calibration resistor adapted to be selectively connected 
between the first input terminal and the second output 
terminal; and 

a switch adapted to selectively connect the calibration 
resistor between the first input terminal and the second 
output terminal. 
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15. A signal conditioning system, comprising: 
a first input terminal; 
a second input terminal; 
an instrumentation amplifier connected to output a first 

current to facilitate measurement of a resistance of a 
strain gauge and to output a second current on one of 
the first input terminal and the second input terminal 
that is proportional to the measured resistance; and 

a calibration resistor adapted for being automatically 
connected and disconnected between the fist input 
terminal and the second output terminal. 

16. The signal conditioning system as recited in claim 15, 

a ground terminal; and 
a first resistive element connecting the second input 

17. The signal conditioning system as recited in claim 16, 
further comprising a connecting resistive element connect- 
ing the first input terminal to the ground terminal. 

18. The signal conditioning system as recited in claim 17, 
the connecting resistive element comprising a second resis- 
tive element and a third resistive element, and the instru- 
mentation amplifier having a first amplifier input terminal 
and a second amplifier input terminal, the first amplifier 
input terminal being connected to the second resistive ele- 
ment and the second amplifier input terminal being con- 
nected to the second input terminal. 

19. The signal conditioning system as recited in claim 18, 
the first amplifier input terminal being connected to the 
ground terminal via the third resistive element; and 

the second amplifier input terminal being connected to the 
ground terminal via the first resistive element. 

20. The signal conditioning system as recited in claim 19, 
the instrumentation amplifier having a gain of 100. 

21. The signal conditioning system as recited in claim 20 
further comprising: 

a line buffer having a buffer output; and 
an output terminal that is adapted for being selectively 

connected to one of the buffer output and the ground 
terminal. 

22. The signal conditioning system as recited in claim 19, 
the instrumentation amplifier includes an amplifier output; 
and 

the line buffer includes a buffer input adapted for being 
selectively connected to one of the first input terminal 
and the amplifier output. 

23. The signal conditioning system as set forth in claim 
14, wherein the instrumentation amplifier comprises two 
current sources which are adapted to be connected to two 
corresponding terminals of a resistive strain gauge. 

24. The signal conditioning system as set forth in claim 
15, and further comprising a switch adapted to automatically 
connect and disconnect the calibration resistor between the 
first input terminal and the second output terminal. 

further comprising: 

terminal to the ground terminal. 
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